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Critically coupled resonant optical cavities are often used as mode cleaners in optical systems to improve 
the signal to noise ratio (SNR) of a signal that is encoded as an amplitude modulation of a laser beam. 
Achieving the best SNR requires maintaining the alignment of the mode cleaner relative to the laser beam 
on which the signal is encoded. An automatic alignment system which is primarily sensitive to the carrier 
field component of the beam will not, in general, provide optimal SNR. We present an approach that modifies 
traditional dither alignment sensing by applying a large amplitude modulation on the signal field, thereby 
producing error signals that are sensitive to the signal sideband field alignment. When used in conjunction 
with alignment actuators, this approach can improve the detected SNR; we demonstrate a factor of 3 
improvement in the SNR of a kilometer-scale detector of the Laser Interferometer Gravitational-wave Observa- 
tory. This approach can bo generalized to other types of alignment sensors. © 2011 Optical Society of America 
OCIS codes: 220.1140, 140.4780 



In any quantum noise limited photodetection process 
where some physical quantity is encoded as an amplitude 
modulation on a laser beam, higher-order modes (HOM) 
of the transverse electromagnetic (TEM) optical field 
present a problem. Often the HOM carry no signal infor- 
mation, but nevertheless contribute to the noise. Optical 
sensing systems where HOMs can compromise the signal 
to noise ratio (SNR) include laser interferometer gravi- 
tational wave detectors [IHS], cavity optomechanics [4] 
experiments, and quantum optics experiments [5]. 

A critically coupled optical cavity can attenuate the 
HOM content of a laser beam. Such cavities also act as 
temporal filters for reducing laser amplitude and phase 
noise for frequencies above the cavity linewidth. When 
such mode cleaner filter cavities are placed at the output 
(readout) port of an optical system, deriving error signals 
to control the length and alignment of the Output Mode 
Cleaner (OMC) cavity poses a particular challenge. The 
signal-rich optical field may be weak compared to the 
HOM components. 

bi this article we describe a solution to the problem 
of aligning the OMC cavity used at the output port of 
the 4 kilometer long laser interferometers of the Laser 
Interferometer Gravitational-wave Observatory (LIGO) 
[1]. Though we consider the LIGO optical readout here, 
our scheme applies to any optical system where a signal 
is encoded as an amplitude modulation of a laser field, 
and the spatial mode of the signal-induced modulation 
sideband differs from that of the DC carrier field. In the 
case of LIGO, the signal is a gravitational wave induced 
modulation of the optical field, typically at frequencies 
10 Hz to 10 kHz shifted from the carrier. 

Fig. [1] shows a schematic representation of the read- 
out system we consider. The laser beam incident on the 
OMC comprises a carrier field and signal sideband fields 
which must be aligned to the OMC cavity. In the ab- 



sence of technical noise sources, an automatic alignment 
system should maintain the cavity alignment that max- 
imizes the SNR of the detected signal with respect to 
the photon shot noise. In general the carrier and side- 
band fields do not occupy the same spatial modes and 
their transmission through the OMC varies differently as 
a function of the input alignment. 

As a simple example, consider a beam reficctcd from 
an over-coupled Fabry-Perot cavity (OC). The OC is 
held slightly offset from resonance such that periodic 
length excitations cause amplitude modulation that can 
be detected on a photodetector. Consider the case of a 
static misalignment of the input carrier field. The re- 
flected carrier field will also be misaligned, while the sig- 
nal field, being generated inside the OC, will be in the 
same spatial mode as the OC. Thus the carrier and signal 
fields will have a relative misalignment. In this example, 
the cause of the alignment mismatch is a misalignment of 
the input field to the OC. However, in more complicated 
cases, such as in the case of a LIGO detector composed 
of multiple, coupled cavities, the source of extra modal 
content may not be so easily removed. 

Consider a carrier field with transmitted amplitude c 
and amplitude modulated upper and lower signal side- 
bands fields with transmitted amplitudes s. The shot 
noise limited SNR of the signal when measured on a 
photodetector is proportional to 



SNR(x 



2s' 



(1) 



Here we have made the following simplifying assump- 
tions: the carrier field amplitude is much greater than 
that of the signal field, the signal fields are pure am- 
plitude modulation, and that there is perfect spatial 
overlap of the carrier and the sidebands after transmis- 
sion through the OMC. We see that the alignment sys- 
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Fig. 1. A signal is encoded by intcrferomctry (or any 
other means) as an amplitude modulation of a laser 
beam. The beam is then steered by two mirrors which are 
dithered in angle before passing though a mode cleaner 
cavity. Alignment signals can be derived by demodula- 
tion of the transmitted photocurrcnt. The misalignment 
has been grossly exaggerated in the figure. 

tem that maximizes optical SNR of fields detected af- 
ter transmission through an OMC simply maximizes the 
amplitude transmission of the signal field through the 
OMC. We do not address contributions to readout noise 
due to alignment jitter of the beam incident on the OMC 
in this article. 

To leading order, typical alignment schemes sense the 
TEMoi and TEMio modes of the carrier field measured 
in the the OMC eigenmode basis [6]. The presence of 
these modes is interpreted as a misalignment. In this 
article we will show how to modify a common alignment 
technique to be sensitive to signal field misalignments, 
and thus allow one to maximize the SNR of the signal. 

Consider a single alignment degree of freedom where 
misalignments of the carrier and the signal fields are 
represented by one set of misalignment angles 0c and 
6s. Dither alignment sensing is commonly achieved by 
mechano-optical modulation of an angular degree of free- 
dom, e.g by driving steering mirrors that direct the beam 
into the OMC, as shown in Fig.[TJ Each mirror is dithered 
in angle with constant amplitude at a given frequency to 
modulate the input pointing into the cavity. 

Figure[2]shows the frequency content of the field trans- 
mitted through the OMC. The carrier field is separated 
in frequency from two amplitude modulated signal side- 
band fields at i/b. The dithering steering mirror pro- 
duce two sidebands at ±/d, with a field amplitude pro- 
portional to 9c (alternatively, the TEMqi mode ampli- 
tude The signal field also has dither sidebands pro- 
portional to 9s- The demodulated signal is made of prod- 
ucts of field amplitudes separated by the demodulation 
frequency. 

We will use the notation P{f) to represent the OMC 
transmitted photocurrcnt demodulated at the frequency 
/. We define the standard dither alignment signal as 

Sstandard = P{fd) « 2c^9c + As'9s « 2^9c, (2) 

where c is the carrier field amplitude, s is the signal 
field amplitude. For the case where the carrier power is 
much greater than the signal field power (c^ » s^), the 



Fig. 2. Arrow diagram showing electric fields after trans- 
mission through the OMC. In the figure, fd is the angular 
dither frequency, is the beacon modulation frequency. 

demodulated alignment signal is sensitive only to mis- 
alignments of the carrier field. In this scheme the error 
signal is nulled at an alignment where the total transmit- 
ted cavity power is maximized. We will refer to this as 
the standard dither scheme. 

To better sense the alignment of the signal field one 
may create a large amplitude modulation of the signal, 
say by modulating the length of the signal cavity. This 
modulation creates a frequency tag of the spatial mode 
of the signal field. We refer to this as a "beacon" modu- 
lation, and fb is the modulation frequency. 

As in the standard dither scheme, steering mirrors are 
used to dither the angle of the beam. The desired error 
signal in this scheme is produced by demodulating the 
transmitted power at fb + fd or fd — fb, or the sum of 
these signals. We define the beacon alignment signal as 

Sbeacon = Pifd + fb) « 2sc9c + 2cs9s. (3) 

When this error signal is nulled, the SNR is improved 
in comparison to standard dither, but sensitivity to the 
carrier field remains, so the SNR will not be maximized. 
Because the beacon modulation is small, Sbeacon will 
have a higher relative noise level than the standard dither 
approach. 

The beacon alignment scheme was compared directly 
to a standard dither scheme using the OMC cavity at 
the output of the 4 km LIGO Interferometer at Hanford 
(HI). The readout was arranged as in Fig.[TJ The angular 
dither frequencies were between 1.5 and 2.5 kHz, while 
the beacon modulation was a 10 Hz excitation of the 
differential arm length. 

The differential arm length of the interferometer is 
sensed as an amplitude modulation at the output port. 
The static carrier at the antisymmetric port is generated 
by an offset of the differential arm length. The OMC fil- 
ters the spatial and frequency content of the beam before 
the beam is split equally and detected on two photode- 
tectors. The LIGO interferometers are examples of opti- 
cal systems where a beacon based alignment system per- 
forms significantly better than a standard dither scheme. 

Fig. El shows the amplitude spectral density of the 
transmission of the OMC of the HI interferometer. The 
plot is centered on an injected calibration signal at 1144 
Hz and the curves are normalized to the peak height of 
this line. The calibration line is surrounded by primarily 
shot noise. The dashed green curve (color online) shows 
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Fig. 3. The noise amplitude spectral density of the LIGO 
HI detector using two types of alignment schemes. The 
curves arc normalized to a calibration line at 1144 Hz. 
The small line structures are resonances of the suspen- 
sion wires supporting the mirrors. The beacon scheme 
shows an SNR improvement of about a factor of 3. 

the performance using dither sensing, while the solid red 
curve shows beacon sensing. The SNR of the calibration 
line is improved by about a factor of 3.1 by using a bea- 
con scheme. A factor of 2.4 is due to an increase of signal 
strength and the remaining factor of 1.3 is due to a re- 
duction in the total transmitted power, and hence the 
shot noise. We propose that the poor performance of the 
standard technique is due to excess HOMs in addition 
to the TEMoi mode associated with misalignment. 

It is possible to combine the standard dither signal 
with the beacon signal to produce a signal which is sen- 
sitive to signal field misalignments only. We also make 
use of the DC transmitted power, Pdc = ^'(0) ~ c^, 
and the beacon modulation amplitude, P{fb) ~ 2cs. An 
optimal alignment signal can be constructed as follows: 



Soptinial Sl)£acon 

(X 2cs9s + 
cx 2cs0^. 
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An alternative (though mathematically equivalent) 
technique would be to just make a dither servo which 
maximizes the optical SNR directly. This may be a more 
desirable approach depending on how signals are read 
out and if digital processing is possible. In this approach, 
the SNR should be calculated in real time and demodu- 
lated at the dither frequency to provide the error signal. 

As above, if the beacon amplitude on the photodetcc- 
tor is P{fb) and the DC power is PdC: the optical SNR 
is 

SNR=^^. (5) 

Any dither sensing scheme is essentially measuring the 
partial derivative of a signal with respect to the dithered 
degree of freedom [5]. Thus, a dither servo which maxi- 
mizes the SNR will measure a signal proportional to 



{ dPjh) _ P(/b) dPnc 



2Pdc 



(6) 



which is equivalent to (jlj up to constant factors. This 
also shows that this signal is nulled at maximum SNR. 



In gravitational-wave detectors, the OMC transmis- 
sion is often held constant by a control system. If fd is 
within the control bandwith, but /f, is not, then the car- 
rier alignment sidebands will be suppressed. SuSicient 
suppression makes the beacon scheme approximately 
equivalent to the optimal scheme. This was the config- 
uration used by both the LI and HI interferometers in 
the sixth LIGO science run [9]. 

The technique of using a beacon modulation to sense 
misalignment of the signal field can be generalized to 
other types of alignment sensors, for example: split quad- 
rant photodetectors detecting light picked off the beam 
entering the OMC or split quadrant detectors in re- 
flection of the OMC coupled with frequency or length 
dithered sidebands, also known as wave front sensors. 

We define the standard carrier alignment signal as 
Gstandard- Wc also define another signal, demodulated 

away from the standard signal, as Gbeacon- Pdc and 
P{fb) arc defined as in (jH). The generalized signal is: 



optimal 



beacon 



p{fb 



■G, 



(7) 



2PjjQ ^standard- 

We emphasize that the G signals arc derived from the 
alignment sensor, while the P signals are derived from 
the OMC transmission. 

To summarize, we have introduced the concept of us- 
ing a beacon as a strong modulation close to signal fre- 
quencies to generate alignment signals that lead to in- 
creased SNR compared to the standard dither scheme. 
The beacon scheme demonstrates a factor of 3 improve- 
ment in SNR for the LIGO HI detector. Finally, we pro- 
pose a detection scheme to give optimum SNR when used 
to align an OMC or filter cavity. 
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